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Cardiovascular diseases (CVDs) cause more than 17 x 10° deaths worldwide on a
yearly basis. Early diagnosis of CVDs is therefore of great need. The C-reactive
protein (CRP) is an important biomarker for analyzing the risks of CVDs. In
this work, CRP-specific aptamers with high sensitivity and specificity and field-
effect-transistor (FET) devices were used to recognize and detect CRP by using an
integrated microfluidic system automatically while consuming less volumes of
reagents and samples (about 5 um). In order to package the FET device into the
microfluidic chip, a new method to prevent liquid leakage was proposed. Sensitive
detection of CRP has been demonstrated on the developed microfluidic system. It is
the first time that aptamer-FET assays could be realized on an integrated microflui-
dic system. Experimental results showed that the aptamer-FET assay was capable of
detecting CRP with concentrations ranging from 0.625 mg/1 to 10.000 mg/l, which
may be promising for early diagnosis of CVDs. Published by AIP Publishing.
[http://dx.doi.org/10.1063/1.4995257]
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EMV electromagnetic valves
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PDMS polydimethylsiloxane
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Vs potential drop across solution
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1. INTRODUCTION

Cardiovascular diseases (CVDs) are the cause of over 17 x 10° deaths worldwide every
year. The C-reactive protein (CRP) is an important biomarker for the risk assessment of
CVDs.' It has also been clinically confirmed that low CRP concentrations under 10.00 mg/l in
serum can be used to evaluate the risk of CVDs.>? The American Heart Association (AHA)
and the Center for Disease Control and Prevention define the risks for CVDs as follows. The
concentration of CRP below 1.00 mg/l (9.00 nM) could be classified as low risk and the concen-
tration from 1.00 to 3.00mg/l (9.00nM to 27.00nM) is regarded as moderate risk while the
concentrations from 3.00 to 10.00 mg/l (27.00nM to 90.00 nM) are recognized as high risk.> A
device which could measure the CRP concentration accurately covering a dynamic range from
1.00 to 10.00mg/1 is therefore of great need to assess the risk of CVDs.

Several techniques have been demonstrated for detection of CRP in the literature. For
instance, conventional nephelometry (e.g., Immage®800, Beckman Coulter, USA) could detect
CRP concentrations ranging from 3.00 to 5.00 mg/l,* which may not be suitable for risk assess-
ment of CVDs.>” Alternatively, enzyme-linked immunosorbent assay (ELISA) with a limit of
detection (LOD) as low as 1.00mg/l was reported.® Similarly, laser nephelometry which can
measure CRP with high sensitivity in 25 min with a LOD as low as 0.04 mg/l by using anti-
bodies to bind CRP was also reported. However, the antibody is sensitive to temperature and
humidity, which requires extreme caution for storage and transpiration. Furthermore, the pro-
duction of antibodies requires animals and therefore may suffer from batch-to-batch variations.
More importantly, they could be relatively costly and unstable. Furthermore, magnetic beads
and silica particles were also used to increase the LOD of CRP measurements to 0.12mg/l by
using similar immunoassays.” However, this method may not be able to cover the CRP concen-
tration ranging from the moderate risk to the high risk. Besides, the CRP had to be labeled on
the silica particles, which may be relatively tedious.’

Aptamers, which could be screened by using an in vitro selection technique called system-
atic evolution of ligands by exponential enrichment (SELEX), have attracted considerable
interests to replace the conventional antibodies. It has been reported that the SELEX process
allows screening of more than 10" individual nucleic acid molecules simultaneously for dif-
ferent functionalities.®® Briefly, aptamer is a short single-stranded deoxyribonucleic acid
(ssDNA) or ribonucleic acid (RNA) which can be used to recognize a wide range of target
molecules such as peptides, proteins, or even cells with high specificity and sensitivity.'® The
specificity and sensitivity of measurements could be significantly improved accordingly
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because of the specific three-dimensional structure of the screened aptamers.'''? Unlike anti-
bodies, in vitro screened aptamers can be reproducibly synthesized in a short period of time
and can be easily modified by existing chemical methods to improve their affinity and stability
over a wide range of chemicals with low cost.''"'? These characteristics make aptamers a use-
ful tool in diagnostic and therapeutic applications,'® especially acting as “artificial antibodies”
to replace existing immunoassays.

A CRP-specific aptamer was successfully screened by using an integrated microfluidic sys-
tem in our previous work.'* Especially, the dissociation constant of the CRP-specific aptamer
was measured to be 3.51 nM, which is superior to the affinity of the anti-CRP antibody (about
10"*M). The LOD of the CRP using this aptamer was experimentally found to be 12.50 ug/l,
which is suitable for assessment of CVDs. The linear range (R’ =0.9694) was further identified
in concentrations ranging from 12.50 g/l to 10.00 mg/1.'* Due to its high affinity and high spe-
cificity towards CRP, the CRP-specific aptamer could be successfully used as a CRP detection
tool with chemiluminescence signals within 30 min.'> However, this method required expensive
and bulky fluorescence detection modules.

Recently, field-effect-transistor (FET) sensors have been extensively used for bio-sensing
due to the fact that these sensors could be extremely sensitive and compact in size.'®'” They
could be also highly specific if proper surface modification was made on the sensing gate area
of the FET devices.'® Amongst the FET sensors, AlGaN/GaN high-electron-mobility-transistor
(HEMT)-based FET sensors have been widely used for gas, chemical, and biological applica-
tions'>* as they could form a high-electron, sheet-carrier-concentration channel induced by
piezoelectric polarization of the strained AlGaN layer. In brief, the HEMT is a heterostructure
FET which is made of two or more than two kinds of different semiconducting materials which
are in contact with each other.'”?' Due to the difference between their relative alignment and
band gaps, band discontinuities occur at the interface between the two semiconducting materi-
als. The HEMT-based FET sensors with high sensitivity have been demonstrated to detect bio-
molecules such as glucose, specific antigen, and single-strand DNA or RNA.*' AlGaN/GaN
HEMT-based FET sensors have many advantages such as high sensitivity, label-free, compact
in size, low cost, and real-time detection. In this work, the AlGaN/GaN HEMT-based FET sen-
sors were used for detection of CRP to reduce the size of the sensing system.

Another issue for CRP detection is the automation of the CRP sensing process since it
involved several tedious steps. In this work, an integrated microfluidic system equipped with
micropumps, microvalves, and micromixers was developed to automate the entire CRP sens-
ing process while integrated with the AlIGaN/GaN HEMT-based FET devices by using CRP-
specific aptamers. It could therefore automate the CRP detection process and can reduce the
need for well-trained personnel and avoid human error and contamination. It is the first time
that automatic CRP detection was performed by using aptamer-FET assays. This study fur-
ther presents a dual-aptamer assay for the detection of CRP by using an AlGaN/GaN
HEMT-based FET sensor on an integrated microfluidic system. This is also the first time
that two aptamers, which are specific to CRP, have been used to perform a sandwich-like
assay. The first aptamer (1st aptamer) was first immobilized on the gate metal of FET devi-
ces which could bind to the target CRP in serum. The second aptamer (2nd aptamer) could
then bind to the target CRP such that the CRP concentration could be detected by measuring
electrical signals on FET. It is worth noting that the detection time for FET sensing was just
50 us which is much faster than the 5.5 min required in the previous study.”” Furthermore,
the microfluidic chip composed of a pneumatically driven normally open micromixer, nor-
mally closed microvalves, and micropumps, could automate the aptamer-FET assay such that
the entire diagnostic process could be performed. Experimental results revealed that the
CRP-specific aptamer could be specifically bound to target CRP. Furthermore, the microflui-
dic chip integrated with the FET device can be re-used if the bound CRP was eluted by
using a specific elution buffer. Several advantages such as rapid diagnosis, specific CRP
detection, and reasonable dynamic range demonstrated that the developed system may be
promising to assess the risks of CVDs.
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Il. MATERIALS AND METHODS
A. Design of the integrated microfluidic chip

The integrated microfluidic chip was composed of two major parts, including a FET sensor
and a microfluidic chip. The microfluidic chip was fabricated by using polydimethylsiloxane
(PDMS) (Sil-More Industrial Ltd., USA; Sylgard 184A and Sylgrad 184B) because of its
advantages including chemically inert nature, optical transparency, easy fabrication, and bio-
compatibility. Figure 1(a) illustrates a schematic diagram of the FET-based microfluidic chip
which was composed of a micromixer/micropump, six loading chambers, and six normally
closed microvalves in order to automate the entire detection process for aptamer-FET assays.
These six loading chambers included a sample loading chamber, an aptamer loading chamber,
an ethanolamine loading chamber, an elution buffer loading chamber, a washing buffer loading
chamber, and a waste chamber. The micromixer/micropump®* was located at the center of the
microfluidic chip, which was used to transport reagents and samples for mixing the CRP sample
with the CRP-specific aptamers such that the entire detection process could be automated.
Detailed information about the pneumatically driven micromixer/micropump could be found in
our previous work.**

Figure 1(b) shows an exploded view of the microfluidic chip, which was composed of five
layers, including an air control layer (thick PDMS layer), a liquid channel layer (thin PDMS
layer), a double-side tape, a FET device, and a printed circuit board (PCB) layer. Note that the
double-side tape (ARcare MH-90106, PRISMA, Taipei, Taiwan) was used to bind the PDMS
layers and the PCB layer. The PCB layer was used to package the FET device with PDMS and
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FIG. 1. The design of the FET-based microfluidic chip. (a) Schematic diagram of the microfluidic chip. It consisted of six
open chambers, six normally closed microvalves, and a micromixer/micropump. (b) Exploded view of the microfluidic
chip, which was composed of five layers, including an air control layer (thick PDMS layer), a liquid channel layer (thin
PDMS layer), a double-side tape, a FET device, and a PCB layer. The double-side tape was used for bonding PDMS layers
and the PCB layer. (c) A photograph of the FET-based microfluidic chip. The dimensions of the chip were measured to be
25.0mm x 35.0mm x 4.9 mm. The red color indicates the air control layer and the blue color indicates the liquid channel
layer. (d) The top-view and a photograph of the FET and the sensing region.
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bonded with the microfluidic chip by using the double-side tape. With this approach, the FET
device could be integrated with the microfluidic chip such that the electric signal could be mea-
sured to detect the CRP concentrations.

Figure 1(c) shows a photograph of the integrated FET-based microfluidic chip. The FET
sensor was placed in the PCB layer such that electric signals (total charges) from the FET could
be probed. The dimensions of the microfluidic chip were measured to be 25.0 mm (width) and
35.0mm (length) while the depth of the chip was 4.9 mm. Note that the red color indicated the
air control layer and the liquid channel layer was displayed in blue.

The FET device composed of three terminals including gate (G), source (S), and drain (D),
respectively, is shown in Fig. 1(d). The AlGaN and GaN thin films were grown on a sapphire
substrate by molecular beam epitaxy (MBE).?*2! The AlGaN/GaN HEMT structure consists of
a 3 um-thick undoped GaN buffer layer, a 150 A-thick undoped Aly,5Gag7sN layer, and a
10 A-thick GaN cap layer. The active channel and the device isolation were realized by induc-
tively coupled plasma (ICP) etching with Cl,/BCl; gases (35 sccm/35 sccm) under an ICP
power of 300 W and a radio-frequency (RF) bias of 120 W at 2MHz. Ohmic contacts were
fabricated by deposition of Ti/Al/Ni/Au (200 A/400 A/800 A/1000 A) using an electron beam
evaporator, followed by rapid thermal annealing at 850°C for 45s in nitrogen (N,) ambient.
The ohmic contacts (60 x 60 um?) were separated by a gap of 30 um and the width of the chan-
nel was 50 um. Ti/Au (200 A/IZOO A) was further deposited for metal interconnects and the
gate electrode. The gate electrode was separated from the channel of the transistor and passiv-
ated with photoresist with an open area of 120 um x 100 um, which was immobilized with the
Ist aptamer via the thiol group on the 3’ end. The gap between the open area on the gate elec-
trode and the channel of the transistor was 65 yum. When CRP was bound onto the CRP-specific
aptamers, the drain current change of the FET device could be measured by using a semicon-
ductor analyzer (B1500A/B1530 Semiconductor Device Analyzer, Agilent, USA).

B. Packaging of the chip

In this study, a new packaging method was developed to assemble the FET devices, the
PCB layer, and the PDMS layers since they cannot be bound together by conventional oxygen
plasma treatment. The detailed packaging procedure is shown in Fig. 2. Briefly, the FET device
was first covered by PDMS and placed upside down on the surface of a polymethylmethacrylate
(PMMA) plate. The PCB layer was then carved using a computer-numerical-control (CNC)
machining process to form a cavity such that the FET device could be placed inside. A tape
was then placed on the PCB layer and the cavity of the PCB board was filled with PDMS. The

FIG. 2. A new packaging method for bonding the PDMS-based microfluidic chip and FET devices. (a) The FET covered
by PDMS was placed on the surface of a PMMA plate. (b) PCB was carved for mounting the FET. (c) The tape was pasted
on top of the PCB and the cavity of the PCB was filled with PDMS. (d) The PMMA with FET was aligned in the cavity of
PCB. (e) The whole chip was baked for 1 h.
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PMMA plate with the FET devices was then aligned with the cavity of the PCB layer, which
was placed on top of it later. After baking the PDMS for 1h, the tape and the PMMA plate
were removed and a flat surface of PDMS was formed which was ready to be bonded with
other PDMS layers to assemble the integrated microfluidic chip. Figure 3 shows the cross-
sectional view (A-A’) of the microfluidic chip with the FET device. The liquid channel was
covered by the air control layer. The FET device was packaged inside the PCB board and there
was no leakage observed when the liquid was transported in the liquid channel.

C. Experimental process

Figure 4 shows the on-chip experimental process for the dual-aptamer sandwich assay. First,
clinical samples (serum) or purified CRP samples were loaded in the CRP loading chamber.
Then, the 1st aptamer was loaded into the micromixer/micropump. Afterwards, ethanolamine,
Sul of 5uM 2nd aptamer, washing buffer, and elution buffer (Gentle Ag/Ab Elution Buffer,
ThermoFisher, Taiwan, 15 ul) were loaded into the corresponding chambers [Fig. 4(a)]. Briefly,
the 1Ist aptamer was immobilized on the gate area of the FET device by employing the micro-
pump and the microvalves. In the meantime, the normally closed microvalves were closed and
the micropump above the FET was activated in order to gently mix the Ist aptamer for 20h
such that aptamer immobilization could be completed. Next, the washing buffer was transported
to the FET gate area to wash out the excessive st aptamer. Afterwards, ethanolamine was trans-
ported to FET for blocking the region without aptamer immobilization. After 1h, the washing
buffer was transported into the FET region to wash out the excessive ethanolamine. Note that
the aptamer immobilization process and the blocking process could be performed before the
CRP detection. Then the serum sample (or CRP sample) was transported to the FET region. The
normally closed microvalves were closed to enclose the CRP sample and then the micro-mixer
was activated such that gentle mixing of the serum sample (or CRP sample) and the 1st aptamer
could be performed in order to increase the binding efficiency. Later, the unbound materials
were removed by a washing buffer. After that, the 2nd aptamer was transported into the FET
region and the micro-mixer was activated again to achieve gentle mixing of the 2nd aptamer
and CRP for 10 min. Then, the washing buffer was transported to the FET region to wash out
the excessive 2nd aptamer. Finally, the drain current signal of the FET device was then mea-
sured. All the above-mentioned processes were controlled by a home-made flow control system
equipped with electromagnetic valves (EMVs, SO070M-5BG-32, SMC Inc., Japan). Note that
another assay, called the one-aptamer-only assay, which only detected the signal after binding
with CRP samples without adding the 2nd aptamer, was also explored for comparison.

D. Experiment setup

The detection of CRP concentrations was automatically performed by the integrated FET-
based microfluidic system. Briefly, a home-made flow control system equipped with a
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FIG. 3. (a) A cross-sectional view (A-A") of the microfluidic chip integrated with a FET device. (b) A top view of the FET-
based microfluidic chip.



044105-7 Kao et al. Biomicrofluidics 11, 044105 (2017)

° ‘Washing buffer
Washing buffer > Washing buffer ® (after 5min) *
(after 24 hours) (after 1 hour) =

. e & @

FET FET
‘Washing buffer N ){ O\x
(after 10 min) *
Z f{ o k 1t aptamer fz"“ aptamer
7 * CRP @ Ethanolamine
oo 9006 00009 ’ 90\ 9000 \ 00000
| FET |

FIG. 4. Experimental procedure for aptamer immobilization, ethanolamine blocking, and CRP detection. Note that the
microfluidic chip could be re-used by using elution buffer. (a) Ist aptamer immobilization on the gate area of FET and
removal of unbound 1st aptamer prior to detection; (b) blocking FET by ethanolamine and removal of unbound ethanol-
amine for 1 h; (¢) CRP sample addition and removal of unbound CRP for 5 min; (d) 2nd aptamer addition and removal of
unbound 2nd aptamer for 10 min; (e) elution buffer addition for CRP and removal of 2nd aptamer for the next test.

compressor (TC-10, Sun Mines Electrics Co., Ltd., Taiwan), a vacuaum pump (DC-16V, UNi-
CROWN CO., LTD., Taiwan), and two pressure regulators (NR100-01, CHELIC CORP.,
LTD., Taiwan for the compressor and IRV10, SMC Inc., Japan for the vacuum pump) were
used to provide the positive and negative gauge pressures to the micro-mixer/micropump and
microvalves. After completing the entire experimental steps, the CRP concentration was mea-
sured by the FET device connected with a semiconductor analyzer (B1500A/B1530
Semiconductor Device Analyzer, Agilent, USA). Note that the drain-source voltage (V4s) was
biased at 2V and the drain current was measured before and after a pulsed gate voltage (V,) of
0.5V applied with the duration of 50 us. The current change before and after the gate voltage
applied was then integrated with time and shown as the total charges, which can effectively
eliminate random noise in current, thus providing steady signals. The total charge versus differ-
ent CRP concentrations was then established.

E. Preparation of the CRP-specific aptamers

In this work, two CRP-specific aptamers screened by using on-chip SELEX procedure were
synthesized (Sigma-Aldrich Co., Singapore) and used for the CRP measurements.'* The
sequence of the Ist aptamers is 5’GGCAGGAAGACAAACACGATGGGGGGGTATGATTT
GATGTGGTTGTTGCATGATCGTGGTCTGTGGTGCTGT-3'. This aptamer was 72 base-pairs
in length and the 5’ end was modified with thiol such that it could be immobilized on the gold
gate of the FET devices. The sequence of the 2nd aptamer is 5GGCAGGAAGACAAACACA
CAAGCGGGTGGGTGTGTACTATTGCAGTATCTATTCTGTGGTCTGTGGTGCTGT-3'. The
stock concentration of the aptamer solution was 100uM dissolved in tris-
ethylenediaminetetraacetic acid (EDTA) buffer (TE buffer) [10mM Tris-Cl, pH=7.5, 1 mM
ethylenediaminetetraacetic acid (EDTA)] prior to use.

F. Preparation of CRP samples and reagents

Human CRP with a molecular weight of 144kDa was extracted from human plasma
(ProSpec-Tany TechnoGene Enterprise, Germany). The stock concentration of the CRP solution
was 30mg/l in buffer (20mM Tris buffer (pH=8.0) containing 280 mM NaCl, 0.09% NaNj,
and 5mM CaCl,). The CRP stock solution was then serially diluted from 30 mg/l to 0.625 mg/
I with 0.1x phosphate-buffered saline (PBS) buffer and used as CRP samples in this study.



044105-8 Kao et al. Biomicrofluidics 11, 044105 (2017)

lll. RESULTS AND DISCUSSION
A. Optimization of aptamer immobilization time

Immobilization time of the CRP-specific aptamer was first optimized by measuring the
electric signals (total charges) of the FET sensors tested at different durations of time. Note
that the CRP-specific aptamer was modified with thiol groups at the 5’ end such that it could be
bound with the gold surface of the gate to form a thiol-gold interaction. 5 ul of 5 uM aptamer
was immobilized onto the gold surface of the FET gate and the electric signals (total charges)
were measured after aptamer immobilization for 2 h, 4 h, 8 h, 12 h, 16 h, 20 h, and 24h,
respectively. The results are shown in Fig. 5. Note that three repeated experiments were per-
formed. The total charges after the aptamer immobilization were experimentally found to
increase from 3.76 nC to 3.92 nC. Besides, the electric signal started from 3.76 nC initially and
increased almost linearly to 3.91 nC at 16 h. Furthermore, the total charges saturated at a value
of 3.92 nC at 20h, as there was only a slight difference when measured at 24h. We thereby
chose 20h as the optimal immobilization time for the aptamer immobilized on the gate of the
FET.

B. Electrical response of the dual-aptamer sandwich assay
1. Electrical measurement and sensor response of each step

Figure 6(a) shows the total charges of each step in the entire diagnostic process, including
st aptamer immobilization, ethanolamine blocking, CRP addition, and 2nd aptamer incubation.
The total charge was found to increase when the reagents or the CRP sample were added into
the microfluidic system in each step. It is worth noting that the total charge started from 5.0 nC
and increased when the CRP sample was added, indicating that the FET device could detect
CRP. Furthermore, the charge increased from 6.0 nC to 7.0 nC for CRP with a concentration of
10mg/l. Furthermore, the total charge decreased when the 2nd aptamer was bound with CRP.
Note that after the elution process (15 ul for 10 min), the signal returned to its initial state and
could be re-used for the next measurement.

The mechanism and the principle of our FET sensors are explained as follows. The opera-
tion of this FET sensor can be regarded as an electric-double-layer (EDL) FET. When V, is
applied on the separated gate electrode, the potential drops across the solution and the dielectric
on the FET drops, as shown in Eq. (1). In the previous work,”® it was reported that in the EDL
gated FET structure, when the gate electrode to channel gap was smaller, there was an effective
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FIG. 5. Optimization of 1st aptamer immobilization for different periods of time (2, 4, 8, 12, 16, 20, and 24 h, respectively).
Note that three repeated experiments were performed (N = 3). The variations were within 10%.
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FIG. 6. The electrical signals of the dual-aptamer sandwich assay; (a) the electrical signals (accumulated total charges) for
each step of the dual-aptamer sandwich assay, indicating that the dual-aptamer assay could detect CRP by using the FET-
based microfluidic system (n=3). (b) The total charges for repeated three detection and elution processes. It showed that
the total charge could be back to 1.8 nC after elution, indicating that the FET device could be reusable. Note that three
repeated experiments were performed (N = 3).

potential gradient across the solution compared to the large gap.® The charge distribution at
the gate electrode-solution interface and the solution-dielectric interface could constitute the
solution capacitance C,. The solution and the dielectric are both regarded as part of the capaci-
tor above the channel of the FET. Therefore, the overall capacitance is serially composed of
the capacitance contributed by the solution and by the dielectric. The voltage drop in the dielec-
tric will be large if the solution capacitance is large, as shown in Eq. (2), leading to higher
drain current change at a fixed V, change (from 0V to 0.5 V). The voltage drop across the solu-
tion is also dependent on solution capacitance, which varies with the immobilization of
aptamer, surface blocking or CRP binding. From the results, we can explain that the 1st
aptamer and CRP increased the solution capacitance, while the second aptamer caused it to
decrease. The uniqueness of our FET design is that it can effectively detect proteins in a physi-
ological environment, where the ion concentration is very high (>150mM), leading to an
extremely short Debye length (<0.7nm).”” For conventional FET-based biosensors, it is very
difficult to detect proteins under such a physiological environment.”®*** We attribute the supe-
rior sensitivity of our sensors in high-ionic-strength solution to the strong electric filed across
the solution (E ~ 0.5 V/65 um), which results in potential distribution extending more than the
Debye length.”® Because the detection of our FET sensors does not rely on the net charge of
the target protein, un-charged proteins can also be detected with our design owing to the change
of the capacitance caused by the protein binding. The equations for describing the voltages on
FET could be described as follows:

Ve = AV + AVy, (D
1
o ]Q)Cd o Cs
AVy = — = L xvgficﬁcsxvg, )
jCOCd JCUCS

where V,, V,, and V, are the gate voltage, potential drop across solution, and transistor dielec-
tric, respectively, while C,, Cy, and o are the dielectric capacitance, solution capacitance, and
angular frequency, respectively. The FET sensor could be re-used if the elution process was
performed properly.

Figure 6(b) presents the total charge signals for three detection and elution processes of the
dual-aptamer assays, showing that the total charge could go back to 1.8 nC after elution since
the elution buffer was added to detach the bonded CRP such that it may be re-used afterwards.
After washing by the elution buffer, 5 ul of 10mg/l CRP was added and 5 pul of 1mg/l 2nd
aptamer was added to detect the electrical signal again. Finally, this step was repeated twice to
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FIG. 7. The electrical signals of the one-aptamer-only assay and the dual-aptamer sandwich assay; (a) the electrical signals
(total charges) of the one-aptamer-only assay detected by the FET for different CRP concentrations ranging from 0.625 to
10.000 mg/I. The total charges increased with CRP concentrations (N = 3). (b) The total charges of the dual-aptamer sand-
wich assay measured by the FET for different CRP concentrations ranging from 0.625 to 10.000 mg/l. The total charges
also increased with CRP concentrations (N = 3). However, they were less than the one from the one-aptamer-only assay at
the same concentration of CRP.

demonstrate that the integrated FET microfluidic system could be re-usable. As shown in Fig.
6(b), the total charge in each elution step was about 1.8 nC. It indicates that the CRP and 2nd
aptamer could be removed every time when elution buffer was used.

As shown in the previous work,® the aptamer-FET-based CRP sensor can achieve an LOD
up to 0.34mg/l. The sensor showed very high sensitivity in the low concentration range
(<1 mg/l). In the present work, the CRP concentration tested using the aptamer-FET-based sen-
sor is mostly in a relatively higher concentration range (0.625-10mg/l) because it is the clini-
cally relevant dynamic range established for CVD (cardiovascular disease) risk assessment. The
present work aims to develop a rapid diagnostic tool to test clinical biomarkers by using inte-
grated microfluidic platforms to automate the entire process.

2. Electrical measurement of different CRP concentrations

In this work, two aptamer-FET assays, including a one-aptamer-only assay and a dual-
aptamer sandwich assay, were tested. Figure 7(a) shows the total charges of the one-aptamer-
only assay, which only detected the signal after binding with CRP samples without adding the
2nd aptamer. The total charges were found to increase with the concentration of CRP (from
0.625 mg/1 to 10.000 mg/l), which is the detection region covering low to high risks for CVD. It
means that the sensitivity of FET was suitable for CRP detection. The detection region is better
than the one from the nephelometry method (with detection regions ranging from 3 to 5mg/l)
currently applied in hospitals and clinical laboratories* or the ELISA method which has a LOD
of 1.0mg/1.°

Figure 7(b) shows the total charge of the dual-aptamer sandwich assay, which detects the
signals after the binding of the 2nd aptamer. As mentioned previously, the total charge
decreased when the 2nd aptamer was added. It is worth noting that a CRP concentration of
10.0mg/l produced a signal of 27.21 nC in the one-aptamer-only assay. However, when the
dual-aptamer sandwich assay was performed, it was lowered to 24.19 nC. Nevertheless, the
total charges increased when the concentration of CRP was increased. It is then concluded that
this FET-based microfluidic system could detect the CRP concentration by these two assays
(including the one-aptamer-only assay and the dual-aptamer sandwich assay).

IV. CONCLUSIONS

In this work, we have demonstrated a one-aptamer-only assay and a dual-aptamer sandwich
assay to detect CRP in an integrated microfluidic system while incorporated with FET sensors.
It was capable of performing CRP detection in an automated fashion while consuming fewer
volumes of reagents (5 ul for each reagent) and samples (5 ul). A new method for packaging
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the FET device on PDMS-based microfluidic chips, which can prevent liquid leakage, was pro-
posed. Optimization results revealed that excellent aptamer coverage could be obtained by
immobilizing the 1st aptamer for 20h. Both one-aptamer-only and sandwich assays could be
used for CRP detection by using the FET device. The developed integrated microfluidic device
could automate the entire process to achieve sensitive and specific CRP detection, which is
promising for the assessment of CVD risk.
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